On the cross hearing of spondaic words.
Twelve adults with unilateral hearing losses were tested to determine interaural attenuation for spondaic words. Low-pass and band-pass filters were used to simulate hearing loss at the normal ear. Results suggest that in deciding on the possibility of cross hearing, the spondee threshold at the test ear should be compared to the most sensitive bone-conduction threshold at the nontest ear, excluding .25 kc/s.